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TECHNICAL STANDARD OPERATING PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives '

10 PURPOSE

The purpose of this Standard Operating Procedure (SOP) is to provide a standardized method for
preparation of soil samples for asbestos analysis. This procedure will be used by employees of
United States Environmental Protection Agency (USEPA) Region 8 and by
contractors/subcontractors supporting USEPA Region 8 projects and tasks for the Remedial
Investigation work performed at the Libby, Montana site. Site-specific deviations from the
procedures outlined in this document must be reviewed and approved within a Request for
Modification by the Volpe Center Technical Lead or Libby Project Manager and the USEPA
Region 8 Remedial Project Manager or Regional Chemist. _

The contents of this SOP have been specifically designed for the Libby Asbestos site. For
example, the particle size of 250 pm was selected in an attempt to balance two opposing goals:
1) grinding the sample to a small enough particle size to obtain homogeneous soil samples; and
2) keep the particle size distribution of sufficient size to accommodate analyses by several
methods including polarized light microscopy-visual area estimation (PLM-VE), scanning
electron microscopy (SEM) and transmission electron microscopy (TEM). It is possible that for
methods such as the TEM, further preparation at the laboratory may be necessary. If so, these

additional steps will be addressed at the levelof the TEM-SOP:
Procedures outlined in this SOP have been designed with the intent to prepare soil samples
having a target concentration greater or equal to approximately 0.1-0.2% (weight percent) total

Libby amphibole (LA) material.

2.0 RESPONSIBILITIES

The Preparation Laboratory Project Leader (PL?) may be an USEPA employee or contractor who
is responsible for overseeing the soil sample preparation activities. The PL? is also responsible
for checking all work performed and verifying that the work satisfies the specific tasks outlined
by this SOP and the Close Support Facility Soil Preparation Plan, Libby Asbestos Site, Operable
Unit 4, Libby, Montana (CSF SPP). Itis the responsibility of the PL? to communicate with the
‘Preparation Laboratory personnel regarding specific collection objectives and anticipated
situations that require any deviation from the respective Project Plans. It is also the
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responsibility of the PL? to communicate and document the need for any deviations from the
Project Plans with the appropriate USEPA Region 8 Remedial Project Manager or Regional
Chemist.

Personnel preparing Lirlibyr soil samples are responsible for adhering to the app]_icable:ta'sks

outlined in this procedure and conducting all sample handling and preparation activities in the
ventilation hood. '

3.0 EQUIPMENT

. General purpose laboratory ovean - must be capable of maintaining a constant temperature
of approximately 89-91°C.

. Analvytical balancg - caliBrated and accurate to tolerance limits indicated on Attachment
2, range of 0.1 g to at least 2000 g

. Riffle splitter - with 3/4 inch chutes to split samples

. . Plate Grinder - capable of accepting soil particles of approximately 1/4 inch diameter and

grinding to produce particle of approximately 250 i
. Meta] (other than plastic) scoop or spoon - for transferring samples |
. 1/4 inch metal (other than plastic) sieve and catch pan - for cog;‘sé sieving samples
. 60 mesh ;250. gﬁn) and 260 mesh (74 pm) metal (other than plastic) sieves ~ for

verification of the plate grinder settings

. Clean quartz sand - required for preparation of grinding and drying blank samples . |
(Sections 6.2, 9.2, 12.1 and 12.3) and for decontamination of grinder (Section 9.4}
. Clean soil - sufficient aliquot required for calibration of grinder (Section 9.1)

i Drying Pans - pans used during the sample drying process

IATerp\LibbySoilSOP.wpd
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. Sample containers - plastic ziplock bags (pint and gallon size)

) Gloves - for personal Pmtﬂction and to prevent cross-contamination of samples. May be
plastic or latex. Disposable, powderless S -

. Field clothing and Persona] Protective Equipment - as sljeciﬁe'd in the Health and Safety
Plan (Appendix E of the CSF SPP, December 2003)

. Field notebook -used to record progress, any problems or observations and deviations

. Sample Drying Log Shéets - (Attachment 1) - used to record all sample drying
informatton _

. Sample Preparation Log Sheets (Attachment 1)- used to record all sample preparation
information (splitting, sieving and grinding) ’

. Three-ring binder books - binders will contain:

Analytical Balance Calibration and Maintermmce Log (Attachment 2)—
Grinder Calibration and Maintenance Log (Attachment 3) -
Ventilation Hood Calibration and Maintenance Log (Attachment 4)

Vacuum Maintenance Log (Attachment 5)
Oven Temperature Calibration and Maintenance Log (Attachment 6)

Sample labels

. Trash Bags - used to disposé of gloves, wipes and other mvestigation derived waste*

. Indelible Marking Pen - used to record saﬁlple information onto plastic ziplock bags
and to record logbook information ' '

K 'Ballp_ oint Pen - used to record field logsheet nformation

EATemp\LibbySoilSOP.wpd
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40 METHOD SUMMARY

Figure 1 provides an overview of the steps in this procedure. Seil samples are dried in a
standard laboratory oven and split into a preparation sample and an archive sample. The
preparation sample is sieved to separate coarse material (> 1/4 inch} from fine material (< 1/4
inch). The fine material is ground to a standard particle size of about 250 pm for subsequent
asbestos analysis. The coarse material is examined by stereomicroscopy to determine if any

large particles of asbestos are present (EPA SOP SRC-LIBBY-01).

50 SOILSTORAGE

Upon receipt of samples, samples will be grouped in an inventory batch of approximately 120
samples. Samples will be archived according to the inventory batch they are assigned to and
filed by the inventory ID noted on the Sample Drying Log Sheet and Sample Preparation Log
Sheet (Attachment 1). This box number will be automatically assigned by the electronic Libby
Asbestos Sample Tracking Information System (eLASTIC) when the inventory batch is created .
in the database. ‘

6.0 BULKSOILDRYING

Prior to drying, samples will be grouped in a drying batch and assigned a-drying batch number.
The following sections detail all activities and procedures related to drying samples.

6.1 Calibration

Samples will be weighed prior to and following drying activities. The analytical balance used.
for drying activities will be calibrated on days when samples are loaded into, or unloaded from,
the oven. Before weighing samples, calibrate the balance using S-1 class weights and récord all
measurements, any required maintenance, and the balance number on the Analytical Balance
Calibration and Maintenance Log (Attachment 2).

All drying activities will be performed under a negative pressure HEPA filtered hood. Prior to
Joading the oven, the ventilation hood will be calibrated to ensure that the ventilation system is
operating properly. Ventilation hood calibration and any required maintenance will be

IATemp\LibbySailSOP. wpd
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TECHNICAL STANDARD OPERATING PROCEDURE
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documented on the Ventilation Hood Calibration and Maintenance Log (Attachment 4).

A HEPA vacuum will be used to decontaminate the oven following the removal of dried
samples. Vacuum calibration will be performed daily, prior to drying activities. All system
checks, required maintenance and the vacuum mumber will be recorded on the Vacuum
Maintenance Log (Attachment 5).

Oven temperature calibration will be performed on a weekly basis. Oven temperature calibration
and any required maintenance will be documented on the Oven Temperature Calibration and

* Maintenance Log (Attachment 6).

6.2  Drying Blanks

A drying blank will be created and associated with each drying batch prior to loading samples
into the oven. A drying batch will consist of approximately 15 samples. The drying blank will
consist of approximately 100-200 grams of clean quartz sand, placed in a drying pan and
assigned an index ID (see Section 6.1). Each drying blank will be identified in the notes section
of the Sample Drying Log Sheet (Attachment 1) and will be prepared using the same
methodology as other soil samples. Following preparation, whenever possible, each blank will

be shippéd with its associated batch samples. >ce Section 12;1 formoredetails-regarding-drying
blanks. ‘ : '

6.3 Dryiﬁg Procedure
Samples will be loaded into the drying oven using the following steps:

" Record the SOP and Revision Number used to prepare the samples on the Sample Drying
Log Sheet (Attachment 1). Record the oven mumber used to dry the samples on the
Sample Drying Log Sheet (Attachment 1).

u Prior to unsealing-and drying each sample, record the sample mass to the nearest 0.1 g on
the Sample Drying Log Sheet (Attachment 1), the technicians initials and the date. See
Section 6.1 for calibration details.

IATemp\LibbySeilSOP.wpd
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. Set the oven temperature to 90+ 1°C. For every sample drying batch, check the oven
temperature to verify that proper temperature has been reached and document the start

date/time and temperature on the Sample Drying Log Sheet (Attachment I).

u Transfer each sample to be dried from its zip top storage bag into a clean drying pan.

' Each sarople should be transferred to its respective drying pan under the negative
pressure HEPA filtered hood. Label each drying pan with its respective Index ID. Place
each sample in the oven.

| Leave the samples in the oven for approximately 24-48 hours or until completely dry.
Verify that each sample is dry, by squeezing 2 portion of the soil with a freshly gloved
thumb and forefinger to test the cohesiveness. Once it is confirmed that samples are dry,
record the technician’s initials, and the date and time of completion, on the Sample
Drying Log Sheet (Attachment 1). '

u Tumn off the oven and allow the samples to cool in the oven. Once the samples are
cooled, unload each sample and transfer each sample volume to a clean zip top bag, re-
bag the sample with another clean zip top bag and identify the dried sample with the
index ID. All samples should be transferred to zip top bags under the negative pressure

HBEPA filtered hood to prevent potential exposnre tofibers that might-be-released-from
the sample. ‘ '

u Record the sample mass of each bagged sample to the nearest 0.1 g on the Sample Drying
Log Sheet {Attachment 1), the technician’s initials and the date. '

6.4  Decontamination

Decontaminate the inside of the hood and the inside of the oven by HEPA vacuuming and wet
wiping all surfaces before loading a new batch for drying. :

Decontaminate all sample drying pans under the ventilation hood using compressed air or a
LEPA vacuum to remove any residual organic material left on the pans. Wet wipe or brush off
any visible material that is not removed from the air blast or vacuum. All pans will be
decontaminated between samples. :

|\Temp\LibbySoilSOP.wpd -
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7.0  DIVISION OF ARCHIVE AND PkEPARATION SAMPLES

!

Prior to sieving and gﬁnding, samples will be divided into a portion for archive and a portion for
preparation. The sections below describe the sample splitting procedure.

7.1 Calibration
Prior to any splitting, sieving, or grinding activities, calibrate the ventilation hood to ensure that

the ventilation system is operating properly. Document ventilation hood calibration and any
required maintenance on the Ventilation Hood Calibration and Maintenance Log (Attachment 4).

7.2  Procedure for Sample Division
Samples will be divided using the following steps:

u Place the cooled, re-bagged samples in the hood, and knead the contents of the bag to
break up any soil clumps.

n Splitting must be performed in the hood to prevent potential exposure to fibers that might

be released from the sample. Place one pan on each side oi the riffle splitter. Dividethe
sample into two equal sub-parts by removing the'sample from its original plastic bag and
loading the dry material into the splitter.

n After splitting, set aside one part for sample preparation as described below (if the
volume of the portion left for preparation is still too large for processing, split the sample
again so that 3/4 of the original sample will be archived and 1/4 will be set aside for

processing). :

n Place the remaining split portion into a clean, zip top bag, re-bag the sample in another
clean zip top bag, and store as an archive sample in the event additional analyses are
required in the future. Identify the archive sample with the index ID and the suffix “A”
(for archive fraction). Record the technician’s initials and date on the Sample Preparation
Log Sheet. Store the archive portion in the numbered inventory box noted on the Sample
Preparation Log Sheet (Attachment 1).

TATemp\.ibbySeilSOP.wpd
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7.3  Duplicate Samples

One preparation duplicate sample will be processed for every 20 field samples prepared. A
preparation duplicate is a sample split of material that is prepared in the same fashion as the
parent sample (preparation split) and will be submitted to the laboratory blind. The preparation
duplicate will be assigned a unique and random index identification number. For both samples,
the corresponding index ID will be indicated in the notes section of the Sample Preparation Log
Sheet (Attachment 1). If 2 preparation duplicate is not being prepared for a particular sample,

proceed to Section 7.4.

Following the division of a sample for preparation and archive. Divide the designated sample
into two equal sub-parts using a riffle splitter (as described in section 7.2). Retain one portion as
the parent sample and assign the other portion the duplicate index ID. Record the technician’s
initials, and the date of creation on the Sample Preparation Log Sheet (Attachment 1), when the
duplicate sample is prepared. Prepare each portion according to the processes outlined below.
For further information on preparation duplicates, refer to Section 12.2.

74  Decontamination

The splitter will not be decontaminated following th‘i’ﬁtep“providedfhe—ﬁnegfaundsample will
be split again into four fractions in Section 10.0. If for any reason the same sample is not
immediately split further, the riffle splitter must be decontaminated as follows.

Use a HEPA vacuum and compressed air to decontaminate the splitter and brush or wipe off any
visible material that is not removed by the air blast. The splitter is now ready to process the next

sample.
8.0 PREPARATION SAMPLE SIEVING

All samples will be sieved prior to grinding to separate out the coarse and fine fractions. The
sample sieving procedure is described in the sections below.

[:ATemp\LibbySoilSOP.wpd
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8.1 Calibration

All sieving activities will take place in the hood. Refer to Section 6.1 for details regarding the
frequency of ventilation hood calibration.

Samples will be weighed during sieving activities. The analytical balance will be calibrated
dailywith S-1 class weights before processing begins. All measurements, any required
maintenance, and the analytical balance number will be recorded on the Analytical Balance
Calibration and Maintenance Log (Attachment 2). '

8.2  Sample Sieving Procedure

Conceptually, sample sieving may generate a coarse and a fine fraction sample. Samples will be
sieved using the procedure outlined below. :

Coarse Fraction

A 1/4 inch stainless steel screen with catch pan will be used to divide the fine and coarse
fractions using the following procedure: ‘

L Pour the sample through the 1/4 inch stainless steel sieve and give the screen a shake to
ensure 4ll particles < 1/4 inch in size are allowed to pass through the screen. In addition,

a pestle may be used to break up any remaining soil clumps to ensure all particles <1/4 in
size pass through the screen. '

L Pour all material which does not pass through the screen (> 1/4 inch) into a new, tared,
sample bag and identify the coarse sample with the index ID and the suffix "C" (for

"coarse fraction™).

n Record the mass of the coarse fraction to the nearest 0.1 g on the Sample Preparation Log
Sheet (Attachment 1) and record the technician’s initials and the date.

L Double-bag the coarse sample portion-and identify the sample with the index ID and “C”
suffix on the sample bag, Coarse fraction samples are now ready to be packaged for

IATemp\LibbySoilSOP.wpd
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shipment to the analytical laboratory or archived as directed.

Fine Fraction

Tare an empty sieve pan, to account for the weight of the pan containing the fine sample, and
weigh the fine material that passed through the sieve. Record the mass of the fine fraction to the
nearest 0.1 g on the Sample Preparation Log Sheet (Attachment 1). If all of the material passes
through the screen, such that there is no coarse fraction, record a mass of zero for the coarse
fraction on the Sample Preparation Log Sheet.

Whenever possible, immediately process the fine material that passes through the screen in

. accord with the approach described in Section 9.3 (below). If processing cannot occur

immediately, pour the fine material which passed through the sieve into'a new plastic ziplock
bag and identify the fine sample material with the index ID and the suffix "F" (for "fine
fraction"). Double-bag the sample and identify the sample with the index ID and suffix on the

outside of the bag.

8.3 Decontamination

Decontaminate all sieves, pans and the pestie u.nde‘rjth‘eventi'lati'on—-hoodﬂ:lsingfampres-sed E
Wipe or brush off any visible material that is not removed from the air blast. A HEPA vacuum
may also be used to remove any residual organic material left on the sieve pans. All pans and
sieves will be decontaminated between samples. ' ‘

9.0 FINE SAMPLE GRINDING

The fine sieved sample will be ground to produce a material of about 250 pm. The final sample
will be packaged and shipped to the laboratory for asbestos analysis. The procedure for grinding -
the fine sieved sample is outlined below.

9.1 Calibration

All grinding activities will take place in the hood. Refer to Section 7.1 for details regafding the
7 frequency of ventilation hood calibration.

EATemp\LibbySoilSOP.wpd '
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A HEPA vacuum will be used to decontaminate the hood and processing equipment, following
the preparation of each sample. Vacuum calibration will be performed daily, prior to grinding
activities. All system checks, required maintenance and the vacuum number will be recorded on

the Vacuum Maintenance Log (Attachment 5).

A standard BICO vertical plate grinder will be used to process samples. The grinder will be
calibrated daily or after any adjustments are made to the plates. To verify proper particle size
(approximately 250 pm), and demonstrate that samples will not be over-processed, grind a
sample of clean soil (rather than quartz sand) and sieve using stacked sieves. Clean soil will be
provided by the United States Geological Survey (USGS). Unlike the coarseness of quartz sand,
soil will more accurately approximate the typical grain size and texture of the Libby samples
being processed and will reduce the chance of over-processing, Note that the particle size is cited .
as “approximately 250 pm”. This is due to the nature of grinding asbestos material. Some
material that is longer than 250 pm may pass through the grinder if its longest side is parallel
with the vertical grinder plates. The material that comes in contact more nearly perpendicular to
the vertical grinder plates will be ground to <250 pm. o

The grinder is adjusted acceptably if all material passes through a 60-mesh (250 pm) screen and
is substantially retained by a 200-mesh (74 um) sieve. If the appropriate amount of material

does not pass through the stacked sieves, adjust the platcs of the vertical grinder until-all-material
processed passes through the aforementioned sieve sizes. Document the grinder number,
verification of acceptable adjustment and any observations in the Grinder Calibration and

Maintenance Log (Attachment 3).

Following the calibration activities, the stacked sieves will be deconta.fninated using a HEPA
vacuum, compressed air and an aliquot of approximately 20 g of quartz sand will be passed
through the grinder before the next sample is processed. '

Samples will be weighed following grinding activities. The analytical balance will be calibrated
daily with S-1 class weights before processing begins. All measurements, any required
maintenance, and the analytical balance number will be recorded on the Analytical Balance
Calibration and Maintenance Log (Attachment 2).
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92  Grinding Blanks

A grinding blank will be prepared daily, per grinder used, and will be associated with all samples
prepared per day, per grinder. The grinding blank will consist of approximately 100-200 grams
of clean quartz sand, and will be processed on days that field samples are ground. Each grinding
blank will be identified in the notes section of the Sample Preparation Log Sheet (Attachment 1)
and will be processed according to the direction of Section 9.3. Grinding blanks will be included
with daily shipments to the laboratory. For further information on grinding blanks refer to

Section 12.3.
9.3 Grinding of Fine Field Samples

The sample portion that was sieved to < 1/4 inch will be ground to a particle size of
approximately 250 pm. Setup a catch pan under the grinder to collect all the ground material.
Take the fine sample set aside in Section 8.2, load the grinder hopper, and allow the fine sample
to pass through the plate grinder into the catch pan. Note the technician’s initials, date of
grinding, and grinder number on the Sample Preparation Log Sheet (Attachment 1).

9.4 Decontamination

When grinding is complete, do not move the plates for decontamination (this would require re-
calibration). Decontaminate the hopper and catch pan by using a HEPA vacuum, followed by a
blast of high pressure air. Set the catch pan aside and clean the grinder with several blasts of
compressed air. Pay special attention to areas where dust from the grinding process is known to
accumulate (e.g., between the plates and areas adjacent to the catch pan clamps). Reattach the

' catch pan to the grinder. Pass an aliquot of approximately 20 g of quartz sand through the
grinder to clean out any residual soil. Discard the quartz sand and re-clean the grinder with the
vacuum and another round of high pressure air blasts. After this decontamination procedure, the

grinder is ready to process the next sample.

10.0 SPLITTING OF THE FINE GROUND SAMPLE :
The fine ground soil sample should be distributed into four approximately equal subsamples
using a splitter. All splitting activities will be performed in the hood. Refer to Section 7.1 for

- details regarding the frequency of ventilation hood calibration.
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10.1 Splitting Procedure for Fine Ground Sample

The following method for splitting a soil sample was adapted from EPA 540-R-97-028 (USEPA,

1997):

Set up one receiving pan on each side of the splitter. Load the soil from the grinder catch
pan (Section 9.3} into the splitter, collecting the sample in two receiving pans.

Tap the catch pan vigorously several times to free any remaining material. Tap the
splitter to facilitate the flow of all materia) through the chutes into the receiving pans.

Empty each receiving pan into the grinder catch pan and sieve catch pan, respectively.
Set the sieve pan aside; this portion of fine ground sample will be split again later.

Replace the receiving pans under the splitter. Take the grinder catch pan, containing half
of the fine ground sample and re-load the contents into the splitter as detailed above.
Repeat the process of dispersing the sample material by shaking the catch pan and
tapping the splitter to uniformly distribute the sample. The resulting splits are the “FG1"
and “FG2" portions on the Sample Preparation Log Sheet (Attachment 1).

IATemp\LibbySoilSOP.wpd

Take these two portions and carefully transfer each into a clean, tared, zip top sample
bag. Re-bag one sample portion in another clean zip top sample bag and identify this fine
ground sample with the index ID, the suffix "FG" (for “fine fraction, ground") and the '
fraction number 1, (ex. CS-12345-FG1 for fine ground fraction #1). Identify the bagged
second portion with the Index ID, the suffix “FG” and the fraction number 2 and set aside
to be re-bagged with the following fine ground portions:

Place the two empty receiving pans from the “FG1" and “FG2" portion next to the
splitter. Repeat the splitting procedure using the other fine ground portion set aside in the
sieve pan and split the remaining sample material to create the “FG3" and “FG4"

" portions.
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n Take the remaining “FG3" and “RG4" portions and carefully transfer each into a clean,
tared, ziplock sample bag, identify each remaining fine ground sample with the index ID

as noted above.

n Weigh each sample portion (FG1 through FG4), and record each mass along with the
technician’s initials and date on the Sample Preparation Log Sheet (Attachment 1).

m  Combine all bagged portions (archive, coarse and fine) into one large clean, zip top
sample bag.

Fine ground samples are now ready to be packaged for shipment to the analytical laboratory or
archived as directed. When samples are requested for shipment, the “FG1" fraction will be sent
first. If further analyses are required for the fine ground portion, the subsequent fractions will be”
double bagged and sent (i.e., FG-2 then FG-3, etc.). All archived fine ground portions will be
filed in the appropriate inventory archive box noted on the Sample Preparation Log Sheet

(Attachment 1).

10.2 Decontamination

Use the vacuum and compressed air 0 decontaminateTheTxpiitterJand—brush-ar_wipe_oﬁ'_any

visible material that is not removed by the vacuum or air blast. The splitter is now ready to
process the next sample. :

11.0 DOCUMENTATION

_ Index ID numbers are recorded on the Sample Drying Sheet, Sample Preparation Log Sheet
(Attachment 1) and on all sample containers. Sample Drying Sheets and Sample Preparation
Log Sheets will be filed under their associated dry batch and preparation batch number. If
revisions to the Sample Drying Sheet and/or Sample Preparation Log Sheet are necessary, the
appropriate parties will be notified of the changes, however, these changes will not necessitate
revision to the current standard operating procedure, a modification form will be filled out to

document the revisions.

I:\Temp\Li‘bbySni.lSDP.wpd
Page 16 of 34




£

TECHNICAL STANDARD OPERATING PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to.be re-evaluated based on specific project objectives '

As mentioned above, the following equipment calibration and maintenance logs will also be
maintained: ’ '

| daily analytical balance calibration using S-1 class weights (Attachment 2)
u daily grinder setting verification for calibration check and/or post-adjustment .
verification, grinder maintenance as necessary {Attachment 3)

L daily ventilation hood operating condition verification (i.e., inline filter checks, changes)
(Attachment 4) ' '

L HEPA vacuum maintenance and bag changes (Attachment 5) .

n weekly oven temperature calibration, oven maintenance as necessary (Attachment 6)

In addition, a field notebook will be maintained by each individual or team that is preparing
samples. For each day that samples are processed, the following information should be

collected:

IATemp\LibbySoilSOP.wpd

n date

u time

n personnel

n PPE _

n Governing Plan (CSF SPP, February 2004) and TSOP ificlnding Tevision number

L descriptions of any deviations to the SOP, the reason for the deviation and/or any
modification forms being followed ‘ :

L] summary of laboratory activities (including number of samples prepared, and equipment

calibrated and used)
12.0 QUALITY ASSURANCE

All quality control sapple results will be monitored for potential contamination. If samples-
results indicate cross-contamination, the PL? will be notified. The PL? will then identify the
affected samples and notify the appropriate parties of these samples. Laboratory procedures will
also be re-assessed and appropriate changes will be made and documented accordingly by the

PL2
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TECHNICAL STANDARD OPERATING PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be Te-evaluated based on specific project objectives ‘

12.1 Drying Blanks

At least one drying blank will be processed with each batch (per oven) of approximately 15 field
samples (Section 6.2). Results from each drying blank will determine if cross-contamination
oceurred during the drying process. The drying blank, consisting of clean quartz sand, will be
assigned a random and unique index identification number and will be submitted to the
]aboratory blind. Detection of asbestos fibers in any drying blank (at the practical quantitation
limit of about 0.1-0.2% LA) should be taken as a sign of potential cross-contamination, and steps

should be taken to identify and address the source of the cross contamination.

12.2 Preparation Duplicates

One preparation duplicate sample (Section 7.3) will be processed for every 20 field samples
prepared. Results from duplicate samples serve to evaluate the precision of the sample
preparation process and of the laboratory analysis. A preparation duplicate is prepared by using a
riffle splitter to divide the sample into two approximately equal portions, creating a parent and
duplicate sample. Both samples are prepared in the same fashion. The preparation duplicate is .
assigned a unique and random index identification number, and is submitted to the laboratory
blind. Inconsistent sample results should be taken as an indication of variability in sample

preparation, and steps should be taken to identity and address the sotrce of thevariability in
sample preparation. : .

12.3  Grinding Blanks

One grinding blank (Section 9.2), consisting of clean quartz sand, will be processed once per
day, per grinder, on days that field samples are ground. Each grinder used in the lab will be
assigned a number and all samples processed will be associated with the grinder used for
preparation. The grinder number used for each sample will be noted on the Sample Preparation
Log Sheet (Attachment 1). Grinding blanks will not be dried, split for archive, or sieved, a
grinding blank will only be ground and split into four fine ground samples. Results from the
grinding blank will determine if decontamination procedures of laboratory equipment are
adequate in preventing cross-contamination of samples during sample grinding and fine ground
sample splitting processes only. The grinding blank is assigned a random and unique index
identification number and is submitted to the laboratory blind. If asbestos fibers are detected in

IATemp\LibbyScil5OP.wpd '
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TECHNICAL STANDARD OPERATING PROCEDURE
I1SSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives

_any grinding blank the PL? will be notified. The P12 will identify all samples that were
processed on the day the grinding blank was prepared, and the grinder that was used to process
the grinding blank. Detection of asbestos fibers in any drying blank (at the practical quantitation
limit of about 0.1-0.2% LA) should be taken as a sign of potential cross-contamination, and steps

- should be taken to identify and address the source of the cross contamination. _

130 DECONTAMINATION

Al non-disposable equipment used during sample preparation must be decontaminated prior to
use. Scoops or spoons, splitters, sieves and drying pans that are re-used must be
decontarminated with a HEPA vacuum, compressed air, wet-wiping and/or by brushing off any
residual material. If soil particles are visible on any of the equipment, repeat the '
- decontamination procedure until the ‘eqliipment is clean.

Detailed decontamination procedures for specific equipment are noted in Sections 6.4, 7.4, 8.3,
9.4, and 10.2. )

14.0 GLOSSARY

HEPA - High Efficiency Particulate Air

Project Plan - The written document that spells out the detailed site-specific procedures to be
followed by the Project Leader and the Preparation Lab Personnel.

150 REFERENCES

American Society for Testing and Materials. 1998. Standard Practice for Reducing Samples of
Aggregate to Testing Size, ASTM Designation: C702-98,4p.

CDM. 2004. Close Support Facility Soil Preparation Plan, Libby Asbestos Site, Operable Unit 4,
Libby, Montana. February.
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TECHNICAL STANDARD OPERATIN G PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Prbjcct Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives o

USEPA. 1997. Superfund Method for the Determination of Releasable Asbestos in Soils and
Bulk Materjals. EPA 540-R-97-028.
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TECHNICAL STANDARD OPERATING PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other nse the SOP
needs to be re-evaluated based on specific project objectives

Figure1 Soll Sample Prepdration Flow Diagram

r RewFleid Sample |
CS-12345 (ab)

7 Oven Dry {90 + 1 degree C, approxdmately 2448 hours)

’ Dried Fleld Sample J
CS-12345 (c)

Riffie Splitar
Archive Spli
£512345-8
r Preparation Split - {__—_M .~ Prepamtion Duplicate J
CS-12345 (d) (1 in 20 sam ples) o CS-27584
Simve (1/4" sareen) R Sleve (1/4" scraen)
Coarse Fraction (d) Fine Fradtion (&) [ . Coarse Fraction (k) Fina Fraction
512345 CS-12345-F - 14 L _CS-27 F
; ' Piate Grinder Plate Grinder
- ) . -
Fine Graund ' Fine Ground J
CSAZ3SFG ) CS-27584.FG
Ritfle Splitar Rifds Spiter
h 4 N

F our Subsamples < [ 84-F
1

CS-27584FG1
[ 4 i

_I Anaivticel L ahoretory |

€5-12345-FG1

and 4

(a) Bample sample number shown to ilustrate naming comarions
) Drying blanks, created with chean quarz sand (Sectlon 6.2 wil ba processed with aach batch using the sxmae sample processing procadures outlined in 1SSFLbbyD1 (Rev?)
(o) Fthe samplais dasignated as a duplicate, tha sample witl Hllow the dupll piting p definad below ., [{the sample Is not a designated duplicate, it wii proceedto the sieving step defined below.

(d) Coarss sampla will ba retumedio COM C5F forarchive afer Rbormtory anatysls
(a) Gtinding blanks (Seaion 8.3). cramed with olean quanz sand, will be ground and spitt into bur Ene ground samples using the same procedures owtlinad in 1$51-UbbyD1 (RevwT)
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TECHNICAL STANDARD OPERATING PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designéd for use on Libby Project Soils. For any other use the SOP
needs io be re-evaluated based on specific project objectives

. ATTACHMENT 1

SAMPLE DRYING AND SAMPLE PREPARATION LOG SHEETS

| [ATempLibbySoilSOP.wpd
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TECHNICAL STANDARD OPERATING PROCEDURE

ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives

Sample Drying Log Sheet

Dry Datch ID

- Dat4#/Tima Drytng Bagun

DateTim e Drytng

Owven N

Cvan Temp {G)

Sheet No. CSF-

The follawiay i Pparation sl Mequire Techol cief kel x wuct D i 10
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Mans (59 ac
OFignat P
Idantificztion and
Nobs
x BOP and Rev nitain and  |(ndicate if dry biank | Fritals and
g Number Bators | After Date xample; Date
Index ID -1 Drying Drying
wcTie Da= Entry OC Feger 1 o1
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TECHNICAL STANDARD OPERATING PROCEDURE

ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives

Sample Preparation Log Sheet

Prep Batch D Sheel No.. CSF-
.
Archive Bieving Sampia Rarmpls 3plitin Original Sampia
Sample | Eampla grinang Ple Splng ¢ *‘N;’ 1 g b
E': . 5 fipiiting | Bplhting lmp}:]lhll lmp::,m g Bamphs Mass [g) fndicatalt grind
bl bhank,
£i E E It | inttiale i Inttials m';.'.‘é:.’ par, Far | tntas
R £ | imirtain | inetints . and Data | and Daeal o and Dxta | auplicate pair snter | and Dats
Indax 10 FE 4] & [andoaza|and pata] Fracton>1/47 ] Fraction-<14= FaY FO2 PG FG4 tha pxrant'chid ID)
Iettinia sndd Dptn o ARy A Spiting

Tha o roquica ¥
Slpvalog, Sample Hemogeni tallon, Sarsple SpRing asd Data Etry OC
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TECﬂNICAL STANDARD OPERATING PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION '

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives ,

ATTACHMENT 2

ANALYTICAL BALANCE CALIBRATION AND MAINTENANCE LOG

[ATemp\LibbySoilSOP.wpd )
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TECHNICAL STANDARD OPERATING PROCEDURE
ISSI-LIBBY-01, Revision 8: SOIL SAMPLE PREPARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives

Balance # =

S - 1 Class Weight M easurem ents
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The analytical balance calibration w Il be verified dally.
Alltolerance lim its are standard tolerance limits for Class S-1 weights.
Atter 20 m easurem ents, the tolerance range will be evaluated for reasonableness,
I o falling o ide the ranae Cl hat the balance be recalibreted usino e

Sheet MNo.: Balance -
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NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives

ATTACHMENT 3

GRINDER CALIBRATION AND MAINTENANCE LOG '

-
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TANDARD OPERATING PROCEDURE
ARATION

NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs 1o be re-evaluated based on specific project objectives

Ginder ¥ =
Slave Test
Date g0mesh | 200Mesh )
Activily Type | acceptable acceptable Notes Techniden QC Chetk

D A M)

Y orM hd

or N findude desedptjon of ection/maintenance)

Ig_mglg Inftisls

D = daily calibr xiion
A= Adjustment Calibration Werkication
M= Mazirtenance Only
Forihe 80 mesh sieve st to be acceptable afl of
Fot the 200 mesh sieve test & be acceplable as
£allure of efiher sieve test requires adjustme

I\Temp\LibbySoilSOF wpd

ntof

Sheet No.: Grinder -

the clean sodl must piss through the sieve,
ubstantial perfion of tha groundsel musi be retained on he siave
the platas followed by adjustmentwerHication riof to_grindingsa
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NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP

needs to be re-evaluated based on specific project objectives

ATTACHMENT 4

VENTILATION HOOD CALIBRATION AND MAINTENANCE LOG

IATemp\LibbySoilSOP.wpd
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NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives
A
ventilation Heod # =
[n-iine HEP A ‘
D ate Indicators Notes ‘ .Technidan |QC Check
| acceptable? | (nclude desctiption of sctlonmalrdenance) Initlals Initials

IATemp\LibbySoilSOP.wpd

In-nesysiem shou
ust be conected priof 10

5 in

“entilation system operating conditions should be verified d

14 indicate the velocyihegative fiow 1
Note actions or maintenance taken.

Sheet No.: Hood -

Ay

00 fizmin, ¥ nat, the problems with the system
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NOTE: This SOP was dcmgned for use on Libby Project Soils. For any other use the SOP
needs to be re-evaluated based on specific project objectives ‘

ATTACHMENT 5

VACUUM MAINTENANCE LOG
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NOTE: This SOP was designed for usre on Libby Project Soils.
needs to be re-evaluated based on specific project objectives

For any other use the SOP

Vacuum # =
System ] :
HEP A filter | Bag 1ill lovel Notes - -
Date | Ac;h?:;e? clean? Yes or| acceptable? | (indude description of adtionin sirfenancs Tald;?ulnan Q(l: g?k
Yespomo No ‘s or No performad) nitlals nitiels
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or molor "strain® & audibly need thenthesys
and bag malnienines checks above and perform malntenance.

Physically chedt the vacuutnsuction and note audble change In motor daily, i significant redugtion Inthe wacuum suckon

fem chedc ks unacg:ptable. { unacceptable, perform and document tha HEPAfitker

Sheet No.: Vacwm -
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NOTE: This SOP was designed for use on Libby Project Soils. For any other use the SOP

needs to be re-evaluated based on specific project objectives

. ATTACHMENT 6

OVEN TEMPERATURE CALIBRATION AND MAINTENANCE L.OG
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NOTE: This SOP was designed for
needs to be re-evaluated based on spec

use on Libby Project Soils. For any other use the SOP
ific project objectives

Oven ¥ =
' Sysem Check
Certified Acceptable? Notes . X
Date T em perature Thcm';;m eter a0°C {ndude descrption of action/maintensance Techniclan |QC Check
Reading (G (#-1°C) performed) Initials Intlais
Yes or Mo - )
Sheet No.:Oven -
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